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Name of Customer

Zpak 0 EHTWELXIERKI0E

Address of Customer

TESELR:  MEhEE

Name of Instrument

aEnE . —

Use of Instrument

BE/#HE :  0.5]

Type/Specification

H %S 1

Serial N2

BERES KR

Asset N2

BIERAL ¢ KR

Manufacturer

BHEAR TR 1 SSY 0028-2009 &bt

Calibrated in Accordance to

B ) OB - HEK @K
Authorized by
Stamp
B‘z}& E % Signature
Operation Date &g& E = %/—
BWEKLHR: 2016 £ 09 A 23 H Chwckact by
Suggested Recal.Date Year Month Day % /} 7&%/
Calibrated by
RENHERS. [2012] BBKF002E Register No.: [2012]% & £F002%
k. BRI RS L X R ER KIE B B R A R Add:Metrology and Quality Inspection Building,Central Section of Longzhu Road,
H1%: 0086-755-26941696 0086-755-26941546 Nanshan District,Shenzhen
f£H: 0086-755-26941615 0086-755-26941547 Tel:0086-755-26941696 0086-755-26941546
BB4m: 518055 FHk: www. smg. com. cn Fax:0086-755-26941615 0086-755-26941547
BT #E: kfzx@smq. com. cn Post Code:518055 http://www.smq.com.cn

E-mail:kfzx@smgq.com.cn
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Equipment Name Measuring Range %gﬁx‘;wéﬁgge%ﬁ Certificate N2 Due Date
RERAEERESRFR
Main Standards of Measurement Used
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Equipment Name Measuring Range ﬂ;ﬁxi;typlgxtgge%ﬁ Equipment N2 Certificate N2 Due Date
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Appended Directions
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Appearance Check: Pass

2 MPlREERE: WK 1
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Results of Calibration

Calibration of Kinetic Energy: See Table 1

1 WEREERHE (Table 1

Calibration of Kinetic Energy)

M IRF PRFRME T RE RS IE RE BRAAZE
Order Nomi. Value Kinetic Energye Error MPE
Measured Value

aJd QP @) QP

1 0.50 0. 52 =0. 02 +0. 04

2 0. 50 0. 53 -0. 03 +0.04

3 0. 50 0.53 =4 .03 +0.04

4 0. 50 0. 52 -0.02 +0.04

5 0.50 0.53 -0. 03 +0.04

6 0. 50 0. 52 -0.02 +0. 04

T 0. 50 0.53 -0.03 +0. 04

8 0. 50 0.53 =0.03 +0.04

9 0.50 0.52 -0.02 +0.04
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10 0.50 0.53 <0.03 +0.04
Bﬁ'ﬁf (Note) :

MR RS RAEANYT BRAHERE: [,=5.0% k=2
(KHEITF1059. 1-201 200 EAHi &€ FEVF € K ER)
Related Expanded Uncertainty of Kinetic Energy : U _,=5.0% k=2

(By JJF1059.1-2012 Evaluation and Expression of Uncertainty in Measurement)
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